Stuck tunneled central venous catheters in children: Four cases removed by angiography assistance

Ufuk Ateş1, Nil Yaşam Taştekin1, Fuad Mammadov1, Ergun Ergün1, Gülnur Göllü1, Özlem Selvi Can2, Tayfun Uçar3, Meltem Bingöl-Koloğlu1, Aydın Yağmurlu1, Tanju Aktuğ1
Departments of 1Pediatric Surgery, 2Anesthesiology and Reanimation and 3Pediatric Cardiology, Ankara University Faculty of Medicine, Ankara, Turkey.
E-mail: drufukates@gmail.com
Received: 28th April 2017, Revised: 25th June 2017, 4th July 2017, Accepted: 10th July 2017


Adherent tunneled catheters can usually be removed by a surgical cut down, but in some cases the line can become stuck to the wall of the central veins. In such cases, forceful traction can cause vascular injury, or fracture of the catheter. The purpose of this study is to present a case series about this challenging issue with stuck CVCs which could be securely removed by a combination of surgical and endovascular techniques.

Key words: angiography, catheter, children, stuck.
Two four-year-old boys with an acute lymphoblastic leukemia and immunodeficiency syndrome had cuffed tunneled 9 French CVCs which contained polyurethane, implanted in the right internal jugular vein 18 and 24 months ago, respectively. Catheters were planned for removal due to completed treatment of the patients (Table I). After receiving informed consent from the family, patients underwent surgery. When the procedures were performed and traction of the catheter had failed, without trying any forced traction, trans-femoral angiographic approaches were performed. During the angiography the snare is inserted into the femoral vein to steady the catheter tip (Fig. 1). While keeping the catheter tip, insertion site of the catheters were cut and distal part of the catheters were pulled out. Proximal parts of CVCs were successfully removed from trans-femoral access.

Discussion

The use of tunneled CVCs as long-term central venous access has significantly increased in the last decade. Despite having undeniable advantages, CVCs also have some short and long-term complications. Catheter removal can become mandatory when several of these complications occur, such as dysfunction, infection or thrombosis. There may sometimes be pathologic adhesions that make removal problematic. In such cases, forceful traction may cause vascular injury, or fracture of the catheter leading to retained intravascular fragments. In order to overcome these complications, the physician should be aware of the pathogenesis, the risk factors and removal techniques of the CVCs.

As a matter of fact, these catheters can stay in place for a long period of time and suitable to use safely without complications. This fact favors the development of firm adhesion of the catheter to the wall of the vein, rendering removal extremely problematic. A fibrin sheath often develops around the catheter, which may eventually result in adherence to the vessel wall. The incidence of fibrin sheath is reported to range from 13 to 57%. In the literature, it was stated that cumulative indwelling time is by far the most important factor in the pathogenesis of adhesions of the catheter to the wall of the vessel. In our case series, the cumulative indwelling time range was 12 to 36 months. Although the literature does not support a mean time period for development of adhesions we believe that, this complication may occur even shortly after insertion. The surgeon must be alert regarding adhesions and be aware that there may be a problem during the removal of the catheter regardless of the indwelling time period.

Apart from the indwelling time, some other risk factors have also been emphasized in the literature including female gender, small vessel caliber, past episodes of infection and repeated catheterizations in the same vessel. Another concern about the CVC’s is the material type of the CVC whether polyurethane or silicone. In the literature, the type of CVC does not seem to influence the adhesion phenomenon. There is not enough data in the literature to have a precise conclusion if the material type is a positive risk factor for different kinds of complications including adhesions. Nevertheless, there is a couple of studies in the

Table I. Characteristics of the Study Population Including Gender, Age and Catheter Specifications.

<table>
<thead>
<tr>
<th></th>
<th>Male</th>
<th>Female</th>
</tr>
</thead>
<tbody>
<tr>
<td>Gender</td>
<td>2 (50%)</td>
<td>2 (50%)</td>
</tr>
<tr>
<td>Median age</td>
<td>4 years</td>
<td></td>
</tr>
<tr>
<td>Diagnosis</td>
<td>Acute lymphoblastic leukemia (75%)</td>
<td></td>
</tr>
<tr>
<td></td>
<td>Immunodeficiency syndrome (25%)</td>
<td></td>
</tr>
<tr>
<td>Catheter size and type</td>
<td>7 french polyurethane cuffed tunneled (25%)</td>
<td></td>
</tr>
<tr>
<td></td>
<td>9 french polyurethane cuffed tunneled (75%)</td>
<td></td>
</tr>
<tr>
<td>Mean catheter duration time</td>
<td>22.5 months</td>
<td></td>
</tr>
</tbody>
</table>
literature, mostly case series, which emphasize the material type is a potential risk factor for adhesions.\textsuperscript{2,4,8} So, future studies are needed to have a conclusion.

Although tunneled CVC has been widely used in medical practice, there is no consensus in the literature about the gold standard removal technique of the stuck catheters. Surgical and endovascular intervention, including laser sheath techniques, have been previously reported to be successful when the catheter is adherent to the vessel wall.\textsuperscript{11} In our cases, a cardiac catheterization was used to fix the distal tip of the catheter. After cutting out the proximal end of the catheter, the distal tip is pulled out through the cardiac catheterization. There were no complication in follow-up.

The management of stuck lines is still controversial particularly in cases where minimally invasive procedures are unsuccessful. In the literature, to our knowledge, approximately 40 index pediatric cases were reported with stuck CVCs.\textsuperscript{12} In all of these cases, different treatment methods were used in a wide range from conservative treatment, endovascular retrieval, and cardiac catheterization to more invasive surgical procedures. In nearly half of these cases, stuck catheters were managed conservatively either in first instance or by default after failed endovascular attempt. In the literature, it was stated that, stuck catheter can remain asymptomatic in the long-term follow-up. On contrary, retaining a catheter in the vessel can be hazardous in the follow-up period with major complications including infection and sepsis.\textsuperscript{13} For this reason, the decision of retaining an asymptomatic catheter should be made cautiously and major complications should be kept in mind in the follow-up period. To overcome these complications, in our approach, all stuck catheters were removed by non-invasive methods and none of them were retained in their places.

In the literature, various different minimally invasive removal techniques have been described including prolonged traction, guide-wire insertion, and a lead-locking device to extract the catheters.\textsuperscript{12-15} All these minimally invasive procedures have different outcomes with incomparable results, making the gold standard...
decision impossible. Apart from minimally invasive techniques, some invasive catheter withdrawal methods have also been described in the literature. Maizlin et al. described one of the most invasive managements, where they performed either extensive dissection with intraperiosteal resection of the clavicle or extensive venotomy and venorrhaphy to free retained CVCs in four patients. Maizlin et al. reported no complications in mean follow-up of 18 months.

The angiography-assisted technique is a safe and easily-applied for the removal of stuck catheters in pediatric patients. To have more precise results, future studies are needed to comprehensively analyze all other extraction techniques in a prospective manner.

REFERENCES