Cardiac dysrhythmias after transcatheter closure of ASD with Amplatzer device

Alpay Çeliker¹, Süheyla Özkutlu¹, Cemşit Karakurt², Tevfik Karagöz¹

Units of Pediatric Cardiology, ¹Department of Pediatrics, Hacettepe University Faculty of Medicine, and ²Dr. Sami Ulus Children’s Hospital, Ankara, Turkey


Transcatheter closure of atrial septal defect (ASD) has been used as an alternative to open heart surgery. Although transcatheter closure of ASD with the Amplatzer septal occluder is a safe and feasible method in pediatric patients, there is little published data on arrhythmia analysis following transcatheter device closure of secundum ASD. We evaluated cardiac dysrhythmias with 24-hour ambulatory electrocardiographic (ECG) monitoring after transcatheter closure of ASD with Amplatzer device.

A total of 85 consecutive patients with ASD underwent transcatheter closure of secundum ASD with Amplatzer device between October 1998 and December 2003. The study involved 65 of these patients assessed by 24-hour ambulatory ECG monitoring. Seven patients were evaluated a second time by 24-hour monitorization.

During the procedure, transient complete atrioventricular (AV) block was seen in two patients. One of them returned to normal sinus rhythm in catheterization lab and the other returned to normal sinus rhythm in two hours. Transient junctional rhythm was observed in another patient during the device placement. Twenty-four hour ambulatory ECG monitoring was performed on all patients after a mean four-month period (1-12 months).

Holter recordings demonstrated rare supraventricular extrasystole in two patients, rare ventricular premature beats in two patients, and intermittent sinus arrest with sinus pause lasting <1.5 seconds in one patient, for a total of five patients (7.6%).

In conclusion, dysrhythmias after transcatheter device closure of secundum ASD with Amplatzer device are rare and benign. We need further long-term follow-up to evaluate late dysrhythmias after the transcatheter device closure of secundum ASD.

Key words: transcatheter closure of ASD, Amplatzer occluder, 24-hour ambulatory ECG monitoring, dysrhythmias.
is low\textsuperscript{6-8}. There is little published data on arrhythmia analysis following transcatheter device closure of secundum ASD. In this report, we assessed the cardiac dysrhythmias on 24-hour ambulatory electrocardiographic (ECG) monitoring after transcatheter closure of ASD with Amplatzer device.

**Material and Methods**

In our institution, 85 patients underwent transcatheter closure of secundum ASD with Amplatzer device between October 1998-December 2003. The diagnosis of ASD was established echocardiographically prior to the procedure in all patients. Family history of congenital heart disease and arrhythmia was recorded prior to procedure. The standard 12-lead electrocardiogram of patients before and after the procedure was analyzed. Sixty-five of them were evaluated by 24-hour ambulatory ECG monitoring after transcatheter ASD closure with Amplatzer device.

The procedure was performed using general anesthesia according to a previously described protocol\textsuperscript{4,5}. All patients were evaluated with transthoracic echocardiography after the procedure at 1\textsuperscript{st} day, 3\textsuperscript{rd} month, and 12\textsuperscript{th} month. All patients were placed on heparin (400 IU/kg/day) for 24 hours, followed by aspirin (3–5 mg/kg/day) for six months.

All patients had 24-hour ambulatory ECG monitoring using three-channel recording (Rozzin, version 3.6F, New York) on an outpatient basis at an average of four months after the transcatheter ASD closure. Patients completed a form to indicate their major activities during the 24-hour recording period. ECG analysis included heart rate, rhythm, ECG intervals, supraventricular ectopy (SVE), ventricular ectopy (VE), and atrioventricular (AV) block. The number of supraventricular premature beats (SVPB) and ventricular premature beats (VPB) per hour were calculated, based on the number of hours monitored.

**Results**

A total of 85 consecutive patients with ASD underwent transcatheter closure of secundum ASD with Amplatzer device between October 1998-December 2003. The study involved 65 (36 female, 55%; 29 male, 45%) of the patients assessed by 24-hour ambulatory ECG monitoring after the transcatheter closure. Seven patients were evaluated a second time with this method. The age range of the 65 patients was 2 to 23 years (mean 7.4 years) and the weight range was 10.6 to 68 kg (mean 24.5 kg).

Ventricular tachycardia, originating from left ventricle, was present in an 18-year-old boy before ASD closure and had been successfully ablated before ASD closure. There were no rhythm abnormalities in ECG before the procedure.

On transthoracic echocardiography, defect size ranged from 6 to 22 mm (median 12). A secundum type ASD was present in 64 patients; one patient had two adjacent ASDs. Additionally, a small ventricular septal defect (VSD), patent ductus arteriosus (PDA) and aneurysm of the interatrial septum were each detected in one patient. On admission, one patient had first-degree mitral insufficiency.

During the procedure, Qp/Qs ranged from 1.15 to 5.8 (mean 2.04), mean pulmonary artery pressure was 10 to 30 mmHg (mean 17.9). Mean defect size was 16.8 mm (9-28 mm, median 18 mm) during the balloon sizing. Mean diameter of Amplatzer device used to close the ASD was 18.5 mm (10-26 mm, median 20 mm) and mean device/total septal diameter ratio was 1.51 (0.31-0.91, median 0.54). Mean procedure time was 53.7 minutes (25-120 min), and mean fluoroscopy time 11.1 minutes (5-33.2 minutes).

Transient complete AV block was seen in two patients after device placement. One of them returned to normal sinus rhythm in the catheterization lab and the other returned to normal sinus rhythm in two hours. Transient junctional rhythm was observed in another patient. Although small residual shunting was present in 50 patients (76%) immediately after the procedure, only three had small residual shunting on transthoracic echocardiography on the first day after the procedure.

There were no rhythm abnormalities in ECGs after ASD closure. Twenty-four hour ambulatory ECG monitoring was performed on all patients after a mean four-month period (1-12 months). The number of hours monitored ranged from 17.2 to 24.0 hours, with a mean of 21.8 hours. No change in baseline rhythm was noted during the monitoring. Holter recordings demonstrated rare SVPB (<03% of
total beats) in two patients (Fig. 1), rare VPB (<0.1% of total beats) in two patients (Fig. 2) and intermittent sinus arrest with sinus pause lasting <1.5 seconds was seen in one patient, for a total of five patients (7.6%). Twenty-four hour ambulatory ECG monitoring was performed twice in seven patients (average recording time: 22.3 hours). Five of seven of these Holter recordings were normal. We detected rare SVPB in two recordings in one patient. A comparison of the two revealed that the second recorded SVPB frequency (0.1% of total beats) was lower than in the previous recording (0.2% of total beats). Holter findings of one patient who had rare VPB were unchanged in the second 24-hour ambulatory ECG monitoring.

Discussion

Arrhythmias in ASD are frequent in elderly patients but less common in pediatric patients. There is, however, a high frequency of subclinical electrophysiologic abnormalities, including sinus node dysfunction, atrial arrhythmias, conduction delay, and AV block\(^1\). Congenital electrophysiological abnormalities of the sinus node or conduction system and factors such as increased volume loading or atrial distension have been attributed as supporting the development of sinus node dysfunction, atrial tachycardias, or AV conduction abnormalities\(^2,9\). Surgery might be the cause of electrophysiological damage to sinus nodal, atrial, or AV nodal tissue.
Preoperative and late onset atrial fibrillation or flutter occurs more frequently as the age at surgical repair increases\(^3\).

Amplatzer transcatheter closure of secundum ASD has advanced over the last decade and is a viable alternative to surgical repair\(^4\). Device closure of ASD involves a shorter hospital stay, carries less cost than surgical closure and avoids some of the potential risks of cardiac surgery\(^{10}\). Although the Amplatzer septal occluder for transcatheter closure of ASD is a safe and feasible method in pediatric patients, there is little published data on arrhythmia analysis following transcatheter device closure of secundum ASD. Hill et al.\(^ {11}\) demonstrated that ambulatory Holter monitoring analysis immediately following transcatheter closure of ASD with Amplatzer device is associated with a small but statistically significant increase in SVPB, including nonsustained supraventricular tachycardia (SVT). They concluded that increased supraventricular premature beat was not due to residual shunt but perhaps to device placement.

Despite the early ECG changes, Hessling et al.\(^ {12}\) demonstrated that cardiac dysrhythmias on Holter monitoring in pediatric patients before and one year after transcatheter ASD closure with the ASO device are rare and benign. In that study Holter electrocardiograms were performed before and one year after the procedure in 23 pediatric patients. Analysis of the Holter monitoring before the intervention showed regular sinus rhythm in 20 patients and sinus rhythm with intermittent atrial rhythm in three patients. SVPB were detected in one patient, and a ventricular couplet was present in one patient. One year after the intervention showed sinus rhythm in 18 patients and sinus rhythm with intermittent atrial rhythm in five patients.

The number of patients involved in our study was higher than in a previous study, but our results were similar. During the procedure, transient complete AV block was seen in two patients. One of them returned to normal sinus rhythm in the catheterization lab and the other returned to normal sinus rhythm in two hours. Transient junctional rhythm was observed in another patient during the device placement. We observed rhythm abnormalities on Holter monitorization in only five patients as relatively benign problems. All of these dysrhythmias were benign and no treatment was required.

In conclusion, dysrhythmias after transcatheter device closure of secundum ASD with Amplatzer device are rare and benign. We need further long-term follow-up to evaluate late dysrhythmias after the transcatheter device closure of secundum ASD.

REFERENCES